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Abstract

Introduction Contrast-enhanced computed tomography (CECT) scanning requires a large bore peripheral intravenous catheter (PIVC) 
to support the high-flow injection of contrast needed to generate a quality image. Unfortunately, not all patients’ veins will tolerate 
high-flow injection and this can subsequently lead to complications, procedural delays, use of alternate intravascular access, and 
potential compromise of scan image. This study will evaluate the effectiveness of perforated catheters compared to standard catheters 
in reducing PIVC complications and failure during high-flow injection for CECT scans.

Methods and analysis This single-centre, parallel-group, pilot randomised controlled trial (RCT) will be undertaken to test the 
feasibility of conducting a larger trial comparing a PIVC with a novel perforated design to a standard (non-perforated) PIVC. The study 
will be conducted at the Royal Brisbane and Women’s Hospital, Australia, and the recruitment target is 60 (30 per group). There are two 
primary outcomes of interest to test: 1) Feasibility of an adequately powered RCT with pre-established criteria for eligibility, recruitment, 
protocol adherence and retention; and 2) All cause PIVC failure rate. Secondary outcomes to be collected include first insertion 
success, subtypes of PIVC failure, PIVC dwell time, contrast delivery, and CECT image quality. Adverse and serious adverse events (i.e., 
extravasation, allergic reaction to the contrast) also will be monitored. Feasibility outcomes will be reported descriptively and assessed 
against pre-determined acceptability criteria. Statistical comparison methods will be tested. Regression analysis will assess the effect of 
patient and treatment differences.

Ethics and trial commencement This pilot trial has ethical approval from Queensland Health (HREC/2019/QRBW/55616) and 
Queensland University of Technology (QUTHREC/1900001090).

Trial registration ACTRN12619001780145



10 Volume 6 Issue 2 – October 2020

Strengths and limitations of the study

•  This is the first randomised controlled trial to explore the role 
of different PIVC designs on patient and CECT scan outcomes 
during CECT.

•  Results of the pilot study will determine feasibility of study 
protocol for a larger trial.

•  This pilot trial sample size is not large enough to detect the 
effectiveness of a perforated PIVC compared to a standard 
non-perforated PIVC on patient, device and scan outcomes.

Introduction and background

Peripheral intravenous catheters (PIVCs) are the most commonly 
used invasive medical device, with over 2 billion purchased 
each year globally and 25 million a year in Australia.1–3 Patients 
diagnosed with cancer are high end users of PIVCs and other 
vascular access devices, to receive both anti-cancer and adjunct 
treatments, using approximately 12.5 million PIVCs annually in 
Australia.4,5 Observational studies of vascular access devices in 
cancer care found that over 29% of patients required a PIVC and, 
of these, up to 50% experienced complications (e.g., occlusion, 
infiltration and local infection) and failure.5,6

Intravenous (IV) cytotoxic chemotherapy, rapid injection of 
radiopaque contrast, in addition to other drugs and infusates, 
are frequently required to be delivered via peripheral vascular 
access in cancer care services. These substances are known 
to be highly irritant to veins and frequently cause localised 
inflammation and sclerosis, which results in the loss of accessible 
veins.5,7 Consequently, difficult venous access during later stages 
of treatment and readmission are experienced by a significant 
proportion of patients.6,8 In some cases, central venous access 
– e.g., peripherally inserted central catheters (PICCs) or totally 
implanted vascular access devices (Portacaths) – may be 
established; however, this comes with increased cost and risks 
(i.e., infection).7 A number of strategies are employed to minimise 
IV complications such as heat compress, dilution and reduced 
rate of delivery. However, many of these lack an evidence 
base, are applied inconsistently, and unacceptable complication 
and failure rates persist.9 Vessel preservation and reduction of 
infection is a high priority in this vulnerable patient population.

Commercially, there is a plethora of differently designed PIVCs 
available to clinicians. However, other than the PIVCs’ polymeric 
formulation, the invasive segment of the catheter has not 
changed in the last few decades. Traditional PIVCs are designed 
with a single end-hole at the distal tip of the catheter in 
which medications and IV fluids are administered. A relatively 
new innovative catheter design has recently become available 
that offers additional micro perforations on the side of the 
catheter (NexivaTM DiffusicsTM, BD Medical, Franklin Lakes, USA). 
It was specifically developed to facilitate high pressure contrast 
injection within the medical imaging setting. Research using 
computational models suggests that peripheral catheters with 

both distal and lateral holes are subject to lower shear forces, 
reduced wall shear stress, and lower pressure drop across the 
catheter, thus achieving more uniform radial velocities and flow 
distribution to each of the holes.10–12 A direct comparison of PIVC 
18-gauge end-hole and side-hole catheters in a phantom model, 
observed with Schlieren imaging (of density variation), confirmed 
a reduction in velocity of contrast material exiting the tip and 
shear wall stress.13

Research on the effectiveness of the invasive component of the 
catheter design is limited to single, industry funded studies at 
present.13–15 The impact of the altered distribution of infusate 
due to catheter tip perforations on internal shear wall stress is 
theoretical and unexplored with this catheter design. Phlebitis, 
or more appropriately thrombophlebitis, itself is a poorly defined 
condition and the pathophysiology unclear.16 Rheology (flow) 
based investigations would be illuminating, but indicators of 
phlebitis (e.g., pain, redness, palpable cord) need to be observed 
among the clinical outcomes collected. Similarly, the potential 
impact of a perforated catheter tip on infection risk – local 
or bloodstream – is unknown. Theoretically, the perforations 
may have some relevance to biofilm formation (due to slight 
increase in surface area), but again this is unknown and untested. 
Microbiological testing in vitro and explanted also would be 
useful and add to the body of knowledge in this area. The non-
invasive component of this innovative catheter, consisting of 
an integrated extension set with dual port access, has already 
demonstrated a significant reduction in phlebitis, improved 
dwell times, and a 20% relative risk reduction in catheter related 
infection.17 This may be due to minimised handling and the 
closed system design. Rigorous, independent, large, multi-site 
trials testing the effectiveness of different catheter designs in 
broader and vulnerable populations is urgently required to 
inform policy makers and clinicians.

Methods

Study design
A single-centre, parallel-group, pilot randomised controlled trial 
(RCT) will be undertaken to test the feasibility of conducting a 
superiority RCT comparing a PIVC with a novel perforated design 
to a standard (non-perforated) PIVC. The trial has been designed 
and will be conducted in accordance with the Consolidated 
Standards of Reporting Trials (CONSORT) statement,18 and has 
been prospectively registered with the Australian New Zealand 
Clinical Trials Registry (ACTRN12619001780145).

Ethics
This study has ethical approval from Queensland Health 
(HREC/2019/QRBW/55616) and Queensland University of 
Technology (QUTHREC/1900001090). Written informed 
consent will be obtained from all study participants prior to 
randomisation. Data will be stored securely in a password-
protected database and paper copies in a locked filing cabinet, 
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as per the Australian National Health and Medical Research 
Council (NHMRC) guidelines.19

Study aims, objectives and hypothesis
The main aim and objective of this study is to test the feasibility 
of an RCT evaluating the impact of a novel perforated PIVC 
design compared to a standard (non-perforated) PIVC in patients 
undergoing cancer treatment and requiring high-flow IV 
administration of contrast. As a feasibility study, it is not powered 
for hypothesis testing, but the overarching clinical hypothesis 
is, The use of a perforated PIVC for injection of high-flow contrast 
will reduce the incidence of PIVC failure compared with the use of a 
non-perforated PIVC.

Participants and setting
A single-centre pilot RCT will be undertaken within Cancer Care 
Services and the Department of Medical Imaging at the Royal 
Brisbane and Women’s Hospital (RBWH). Sixty patients (30 per 
treatment group) requiring injection of contrast through a PIVC 
to facilitate a computed tomography (CT) scan for diagnosis or 
staging of malignant oncology or haematology conditions will 
be enrolled.

Patients are eligible for inclusion if ≥18 years of age and require 
a PIVC for injection of contrast as part of a cancer care diagnosis, 
prognosis, and/or treatment (outpatient or inpatient). They will 
be excluded if: the PIVC is inserted under emergency conditions; 
laboratory confirmed BSI (within previous 48 hours) exists; the 
patient is non-English speaking background (NESB) without an 
interpreter; the patient is receiving end-of-life care; there is a 
cognitive barrier to consent; the patient was previously enrolled 
in the study; or there is a known difficult IV access/ultrasound-
guided placement regularly required.

Sample size and statistical power
All eligible patients will be screened consecutively. Sixty patients 
(30 per treatment group) will be recruited for the trial. The 
sample size is based on acquisition of feasibility outcomes rather 
than clinical outcomes. Thirty participants per treatment group is 
adequate to identify feasibility of study procedures and provide 
estimates of treatment effect for future investigations.20,21

Interventions
Patients in the standard care group will receive an InsyteTM 
Autogard BCTM (BD Medical) single end-hole (non-perforated) 
PIVC, with gauge as per the inserter’s preference (20G X 30mm 
or 22G X 25mm). Participants allocated to the intervention 
group will have (as per clinician preference and assessment) 
BD NexivaTM DiffusicsTM (BD Medical) end- and side-holes (with 
perforations) catheter inserted and used for infusion of contrast 
(20G X 31.75mm or 22G x 25.4mm).

PIVC management
Other than the study intervention (type of PIVC inserted), 

all other aspects of PIVC management will be as per local 
clinical guidelines (Royal Brisbane and Women’s Hospital, 000259: 
Peripheral Intravenous Cannulation and Infusion Management 
– Adult and Paediatrics). Hand hygiene is required prior to and 
throughout the insertion procedure. Skin will be prepped and 
decontaminated using 2% chlorhexidine gluconate with a 70% 
isopropyl alcohol swab (SoluPrepTM Antiseptic Wipes, 3M, St Paul, 
MN, USA). The antiseptic must be allowed to dry prior to inserting 
the PIVC. Palpation of the insertion site should not be performed 
after the application of antiseptic, unless aseptic technique is 
maintained. If the health professional needs to re-establish the 
identification of the vein, the site should be re-prepped with 
the antiseptic solution and allowed to thoroughly dry. It is more 
efficient to assess the patient’s veins at the outset, determine the 
degree of difficulty of insertion, and then risk assess to ascertain 
if it may be more effective to wear sterile gloves to enable 
palpating of the cleansed area, thereby maintaining aseptic non-
touch technique (ANTT®). Site selection will be determined by 
inserter, following assessment of the patient’s vessel health and 
in consultation with radiographer/radiologist about procedure 
and infusion protocol.

Study and control PIVCs will be inserted by a trained research 
nurse (ReN) who is an existing skilled or competent PIVC inserter. 
Pre-trial, they will have training and simulated practice inserting 
the study PIVC until the ReN feels confident that their skills 
match their competence for the control PIVC insertion. Daily 
checks by ReN for protocol fidelity will be conducted if the study 
participants are in-patients.

A non-bordered, sterile, transparent, semi-permeable, 
self-adhesive IV dressing (Tegaderm, 3M St Paul, MN, USA) 
will be placed over the insertion site (as per manufacturer 
recommendations). The PIVC will be removed when prescribed 
therapy is complete or at 72 hours, in line with study site policy.

Study outcomes

In addition to patient and device characteristics, the following 
will be collected:

Primary outcomes
1.  Study feasibility:22 The feasibility outcome will be determined 

based on the following criteria:

 i.  Eligibility: over 90% of screened patients meeting all 
inclusion and no exclusion criteria;

 ii.  Recruitment: over 90% of eligible patients providing 
informed consent (or not opting out);

 iii.  Retention: fewer than 5% of recruited patients lost to 
follow-up or withdrawing consent;

 iv.  Protocol fidelity: over 90% of randomised patients receiving 
their allocated intervention;

 v.  Missing data: less than 5% of primary endpoint data 
unable to be collected by study staff; and
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 vi.  Patient and staff acceptability with the study intervention 
and control: 70% of patients/parents and staff scoring ≥7 
on a 0–10 point rating scale at study completion.

2.  PIVC failure: The PIVC failure outcome is a dichotomous 
variable (Yes/No), based on unplanned PIVC removal before 
the completion of prescribed therapy as a composite measure 
of the following complications at removal. This includes: 
occlusion (PIVC would not infuse, or leakage occurred around 
site when fluid injected); infiltration/extravasation (leaking 
of fluid into surrounding tissues); dislodgement (complete); 
phlebitis (defined by presence of one or more of the following 
symptoms: pain, redness, swelling and a palpable cord); and 
infection (local, primary or laboratory-confirmed bloodstream 
infection [BSI]).23 A composite measure of PIVC failure increases 
precision and efficiency and was chosen since PIVC failure is 
the outcome of importance to patients, with reduced patency 
taking various pathways to the same endpoint.24 This value is 
used to inform the sample size calculation for the subsequent 
larger study.

Secondary outcomes
Secondary outcomes are subtypes of PIVC failure (occlusion, 
infiltration/extravasation, dislodgement, phlebitis and infection) 
and PIVC dwell time (defined as time from insertion to removal). 
Additionally, first-time insertion success (Yes/No) and insertion 
pain (Numeric Rating Scale: 0=no pain to 10=extreme pain). 
For quality assurance, reporting of CECT image quality will be 
monitored (through region of interest (ROI) assessment). Adverse 
and serious adverse events (i.e., extravasation, allergic reaction 
to the contrast, primary or laboratory confirmed BSI within 48 
hours, unplanned admission to the ward or intensive care unit, or 
death) will be monitored using hospital records and reported to 
the Human Research Ethics Committee at the study site.

Microbiological testing and endpoints
To further inform the infection outcomes, a sub-study evaluating 
microbial colonisation and biofilm formation will be conducted.25 
Microorganisms will be isolated and identified according to 
standard hospital protocol. Tip cultures will be considered 
colonised if growth is ≥15 colonising forming units (CFU). Blood 
cultures (if ordered by clinicians) from a peripheral vein will 
be cultured by Microbiology Pathology Queensland – Central 
Lab to provide differential time to positivity BSI diagnosis, and 
the pathology results downloaded. The microbial biofilms on a 
purposive random sample (10–20%) of PIVCs will be evaluated 
using next generation sequencing (MiSeq Illumina). Briefly, 
microbial DNA will be extracted and amplified using barcoded 
primers targeting hypervariable regions (V5–V7) of the 16S rRNA 
gene and then sequenced unidirectionally using the Illumina 
MiSeq System. The sequences will be analysed using QIIME and 
R software. The results will add value and assist interpretation of 
the impact of different catheter design on the PIVC colonisation 
and/or BSI.

Screening, recruitment and consent 
Department of Medical Imaging lists will be screened daily 
(Monday–Friday) by the ReN to assess for eligible patients. After 
consultation with clinicians, eligible patients will be approached. 
Study procedures will be explained to the participants, a written 
information sheet will be provided, and the ReN will answer any 
questions the patient has about their involvement in the study. 
Eligible and consenting patients will be enrolled in the study.

Randomisation and allocation concealment 
Eligible and consenting participants will be randomised to 
treatment allocation by the ReN using a secure web-based 
central randomisation service. The allocation sequence will 
be computer-generated (Griffith University Trial Randomisation 
Service) in a ratio of 1:1, using a randomly variable permuted block 
size (2, 4 and 6) to avoid allocation prediction. The intervention 
is not amenable to blinding of patients, clinical staff nor ReNs. 
However, radiologists assessing image quality, physicians 
assessing infection, microbiologists assessing colonisation, and 
the data analyst will be blinded to group allocation.

Daily screening reports will be stored and de-identified records 
entered into an electronic Excel spreadsheet. Screening reports 
provide the total number of patients screened, number of 
patients excluded with reasons, and the number of patients 
included, randomised, and lost to follow-up.

Data collection 
Data will be collected by ReNs on a study specific electronic case 
report form (CRF) in REDCap (Research Electronic Data CAPture, 
Vanderbilt).26,27 All clinical study data as detailed in outcomes 
section and PIVC failure will be collected and managed using 
REDCap electronic data tools hosted at Queensland University 
of Technology (QUT). REDCap is a secure, web-based application 
designed to support rapid data capture providing an intuitive 
interface for validated data entry, audit trails for tracking data 
manipulation and export procedures, and automated export 
procedures for seamless data downloads to common statistical 
packages. The primary investigator will liaise with the ReN 
weekly to undertake quality checks for allocation integrity and 
data verification. Upon trial completion, only the chief/principal 
investigators and the ReN will have access to the de-identified 
data (once exported).

At enrolment, the ReN will collect data on patient demographics 
plus clinical, device and procedural factors. At device removal, 
the ReN will record the reason for device removal, site condition 
and outcome of procedure. The patient’s condition and that of 
their PIVC insertion site will be checked with a routine follow-
up telephone call at 48 hours post-removal if discharged or 
outpatient. Patients who remain in hospitals will have a site 
inspection performed by the ReN.
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Statistical methods
Feasibility outcomes will be reported descriptively. All 
randomised patients will be analysed on an intention-to-treat 
basis. Patients will have one PIVC entered in the study so that the 
unit of analysis (the patient) is independent. For this pilot trial, 
we will test the feasibility of the statistical analysis that will be 
used in the definitive trial. Prior to analysis, data will be cleaned 
and checked. All attempts will be made to collect the primary 
endpoint PIVC failure (Yes/No). Data will be exported to Stata 16 
(College Station, TX: StataCorp LLC). Comparability of groups 
at baseline will be assessed using clinically relevant indicators 
and compared statistically using chi-squared tests to compare 
differences in categorical variables and independent samples 
t-tests to compare differences in continuous variables. Frequency 
and incidence rate ratio (with 95% confidence intervals) of device 
failure will summarise the impact of the intervention. Secondary 
endpoints will be compared between groups for clinically 
significant differences, with the impact of the intervention on 
dwell times assessed using hazard ratio (with 95% confidence 
intervals) estimated from a Cox proportional hazards model and 
the impact of the intervention on categorical variables assessed 
by frequency and incidence rate ratios (with 95% confidence 
intervals). p-values of <0.05 will be considered statistically 
significant.

Validity and reliability
Strategies employed to maintain internal validity for this trial 
include the following: web-based randomisation and allocation 
concealment until randomisation; blinding of the study 
statistician, microbiologist, radiologist and infectious diseases 
physician; and all patients randomised will be accounted for by 
using an intention-to-treat approach. External validity for this 
study will be improved by clearly defining the characteristics 
of the target population and inclusion and exclusion criteria. 
Reliability will be assured by use of a single inserter and expert 
vascular access data collector, plus double entry and checking 
of 10% of data.

Discussion

This research has the potential to improve health service delivery 
and the patients’ PIVC experience within medical imaging. This 
will be the first independent trial to evaluate novel PIVC design 
on patient and imaging outcomes. There is limited research 
investigating PIVC designs and safety generally, inclusive of 
departments of medical imaging. Further, the impact of the 
PIVC plus infusion or injection of fluids on vessel endothelium 
and blood componentry is poorly understood. In addition to 
testing the impact of an innovative catheter design, this research 
will yield new knowledge to enhance our understanding of 
vascular access devices in modern healthcare. The perforated 
design of the catheter tip may be the key to reducing PIVC failure 
more broadly through its ‘diffusive’ action in vivo, minimising 
endothelial and platelet activation from repeated injection 

and infusion in everyday use. The merits of a comprehensive 
integrated, closed system and perforated design of the catheter 
may reduce the risk of infiltration/extravasation and infection. 
Knowledge of this could result in a paradigm shift in PIVC design, 
insertion, and use.
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