Separation of distinct exosome subpopulations: isolation and characterization approaches and their associated challenges

Karishma Singh,a,§ Ruchika Sathya,a,§ Kevin M. Koo,b,* Sudeep Bose,c Ranu Nayak,a,* and Muhammad J.A. Shiddiky,d,*

a Amity Institute of Nanotechnology, Amity University Uttar Pradesh, Noida 201301, UP, India
b The University of Queensland Centre for Clinical Research (UQCCR), Herston, QLD 4029, Australia
c Amity Institute of Biotechnology, Amity University Uttar Pradesh, Noida 201301, UP, India
d School of Environment and Natural Sciences and Queensland Micro- and Nanotechnology Centre, Griffith University, QLD 4111, Australia

§Authors contributed equally

* Corresponding author’s e-mail address: maisheng.koo@uqconnect.edu.au (K.M. Koo); rnayak@amity.edu (R. Nayak); m.shiddiky@griffith.edu.au (M.J.A. Shiddiky)

Keywords:
exosomes, subpopulations, isolation, characterization, microfluidics
ABSTRACT

Exosomes are nano-sized extracellular vesicles that serve as a communications system between cells and has shown tremendous promise as liquid biopsy biomarkers in diagnostic, prognostic, and even therapeutic use in different human diseases. Due to the natural heterogeneity of exosomes, there is a need to separate exosomes into distinct subpopulations to enable full interrogation of exosome biology and function prior to the possibility of clinical translation. Currently, there exists a multitude of different exosome isolation and characterization approaches which can, in limited capacity, separate exosomes based on either biophysical or biochemical characteristics. While notable reviews in recent years have reviewed these approaches for bulk exosome sorting, we herein present an update of technological advancements and challenges towards isolation and characterization of distinct exosome subpopulations.
1. Introduction

Exosomes are extracellular lipid membrane nanovesicles which mediate intercellular communication as well as eradication of cellular garbage. In the past decade, exosomes have generated significant interest among the scientific research community due to the potential of being a biological information reservoir. Exosomes carry cargo proteins, nucleic acids or lipids from mother cells to distant recipient cells through bodily fluids during intercellular communication and signaling [1]. This makes exosome separation crucial for both diagnostic and therapeutic purposes in various diseases [2, 3]; including cancer, infectious diseases, cardiovascular diseases, or neurodegenerative diseases [4-6].

There is increasing evidence that exosomes are highly heterogenous to be able to mediate a wide spectrum of effects on recipient cells and this heterogeneity further complicates the challenge of exosome separation from biofluid samples. It is now widely accepted that exosomes consist of distinct exosome subpopulations which utilize different biophysical and biochemical properties to mediate different effects on recipient cells [7-9]. Interestingly, it has been noted that several exosome isolation methods have indicated the presence of distinct exosome subpopulations from a heterogeneous starting sample [10-12]. It must be noted that isolation methods enabling enriched separation as well as post-isolation characterization techniques of distinct exosome subpopulations are equally important [13, 14]. The combination of stringent exosome isolation and characterization is ideal for addressing the complexities of heterogeneous exosome subpopulations, thereby granting clarity in the specific biological roles of various exosome subpopulations.

The lack of an efficient standardized exosome isolation method is the foremost challenge for resolving exosome subpopulation analysis. It has been reported that exosomes can be isolated by individual or combinations of different well-known methods; including ultracentrifugation, size exclusion, or immunoaffinity capture techniques [15, 16]. Each of these methods target a specific characteristic of exosomes (such as size or surface protein expression) and has its own inherent benefits for exosome subpopulation isolation. In addition to these existing techniques, there have been a huge influx of innovative exosome isolation techniques which leverage technological advances in modern fields of microfluidics or magnetic nanomaterials.
Post-isolation, it is crucial that isolated exosome subpopulations can be characterized both biophysically and biologically to accurately sort out distinct exosome subpopulations. Conventional characterization techniques include enzyme-linked immunosorbent assay (ELISA), western blotting, flow cytometry for immuno-characterization; as well as nanoparticle tracking analysis (NTA), tunable resistive pulse sensing (TRPS) for characterization of exosome biophysical attributes.

Despite several reviews on exosome isolation and detection techniques [7, 17, 18], a focused take on the requirements for separating distinct exosome subpopulations is yet to be summarized. In a bid to address this crucial point, we herein provide a comprehensive overview of various conventional technologies and modern microfluidic and nanotechnological advancements towards isolation and characterization of exosome subpopulation. It is critical to understand the benefits and limitations of these different technologies as this may bring about more innovations in near future to improve the use of distinct exosome subpopulations in clinical practices. We also enumerate the technical and biological challenges that is currently impeding effective separation of exosome subpopulations.

2. Exosome isolation methods

Exosomes have been demonstrated to be very promising disease biomarkers and therapeutic agents [19-22], and various isolation methods have been developed to separate these nano-sized extracellular vesicles which are spread intricately throughout various body fluids [23]. The most common exosome isolation techniques typically exploit the unique biophysical or biochemical properties of exosomes and can be categorized into different methodology classes such as ultracentrifugation, ultrafiltration, immunoaffinity, or precipitation. Additionally, there have also been modern microfluidics and nanomaterial innovations for enhanced exosome isolation.

2.1. Ultracentrifugation

Ultracentrifugation is the most commonly used method for exosome isolation of exosomes as it offers an easy operation protocol, minimal sample preparation, and involves very less or basic technical know-how [17,
The centrifugal force involved in ultracentrifugation mostly ranges between $10^4$ to $12^4$ g relative centrifugal force. The plasma or serum samples used for exosome isolation is generally first prepared before a multi-step ultracentrifugation step is conducted. This preparation step is performed by removing the bulky non-target biomolecules and integrating protease blockers which restrict the degradation of the exosomal proteins [27]. The centrifugal force is increased with each successive multi-step ultracentrifugation runs and the exosomes procured in the final run can be stored in sub-zero temperatures or precisely at $-80^\circ$C before downstream analysis [17].

Another form of ultracentrifugation is density-gradient ultracentrifugation whereby a sucrose density gradient is used during ultracentrifugation. It has been reported that the concentration of the obtained exosomes by density-gradient ultracentrifugation was increased by three times as compared to without the use of a density gradient [26, 28, 29]. In addition, iso-osmotic gradients such as non-ionic iodixanol could be included to retain the structure of the exosomes during ultracentrifugation [30].

The downsides of ultracentrifugation are that it is a prolonged process with multiple ultracentrifugation runs, requires a high volume of starting sample, and needs ultracentrifugation equipment which are not transportable [23, 24].

2.2. Size-based isolation

2.2.1. Ultrafiltration

Ultrafiltration of exosomes is the most typical size-based technique which uses the principle of basic filtration; where a permeable/filtering membrane (size ranging between 30-200 nm) is used to separate particles based on their size and molecular weight. The filtering membrane is generally made of polycarbonate etched nanoporous membrane or ether sulfone membrane [31, 32]. During ultrafiltration of samples, the biomolecules which are greater than the molecular weight cut off (MWCO) gets collected on the surface of the membrane and the biomolecules (i.e. exosomes) smaller than the MWCO pass through the filtering membrane into the filtrate [17]. As compared to ultracentrifugation, ultrafiltration is a fast exosome isolation process with low equipment cost and easily can eliminate large cellular debris and dead cells which are greater in size [33].
The ultrafiltration workflow for exosome isolation is also available as commercial kits. For example, a company in USA called ‘Bioo Scientific’- part of Perkin Elmer - has developed an isolation kit known as ‘ExoMir’. These commercially available kits usually use pretreated samples which are passed through modified syringes with filters. As the sample passes through, extracellular vesicles greater than approximately 200 nm get retained in the first filter; and vesicles which size ranges between 20-200 nm get collected on the second filter, and only the smallest vesicles (smaller than 20 nm) are filtered out [25, 34].

In the ultrafiltration procedure, membrane clogging is a key challenge which can lead to exosomes being trapped in the clogged filters. This will result in low exosome isolation yield and high isolation bias of exosome subpopulations [17, 24].

2.2.2. Size exclusion chromatography

Size exclusion chromatography is based on the use of a column made of starch and water to separate solutes of various molecular weights when passing through an aqueous medium [23]. In this technique, a column is fitted with a porous stationary phase where biomolecules smaller than the pores within the column can penetrate [25], but is slowed down because of trapping inside the pores. The larger biomolecules are incapable of entering the pores due to obstruction by the smaller biomolecules and hence are removed by washing [23]. Over the years, size exclusion chromatography has been developed for effective exosome isolation and offers various advantages such as compatibility with various types of biofluids, requirement of very small sample volumes, and post-isolated retainment of intact exosome structures [23, 35, 36]. However, size exclusion chromatography is not easily scalable and highly challenging for high throughput exosome isolation applications [37].

2.2.3. Asymmetrical flow field-flow fractionation

Asymmetrical flow field-flow fractionation (AF4) is a sub-class of field-flow fractionation techniques. It separates particles according to their diffusion coefficient. Separation is achieved in a channel consisting of two plates separated by a spacer [38, 39]. The upper plate is impermeable, whereas the bottom plate is permeable and made of a porous frit covered by a semipermeable membrane with a defined pore-size. A high-resolution
separation is achieved within the parabolic flow profile passing through the channel, against which a perpendicular cross-flow is applied. The particles are driven by the cross-flow toward the channel bottom plate or accumulation wall. However, because of the counteracting Brownian motion of the particles, an equilibrium position is reached away from the accumulation wall. Small particles with high diffusion coefficient float closer to the channel center and are displaced by the faster flow stream of the parabolic flow profile. Thus, smaller particles elute earlier than larger particles with smaller diffusion coefficient, which drives them closer to the accumulation wall where the flow is slower. The availability of AF4 is less and it is expensive as compared to other techniques. However, AF4 system covers a broad separation range from nm to µm and is thus suitable for exosome separation [40].

2.3. Immunoaffinity capture

Exosomes possess a number of specific receptors and proteins such as CD9, CD63, CD81 on their membrane surfaces [17, 24, 33] and this gives us opportunities to develop highly specific isolation via immunoaffinity. A major benefit of immunoaffinity isolation is that it allows for distinct exosome subpopulation sorting (with different surface protein expression) as it is based on selective antibody-antigen binding [25].

For immunoaffinity capture, antibodies targeting a particular antigen are typically adhered to solid support surfaces such as within microfluidic channels (discussed in latter sections) or on magnetic beads [25, 41-43]. Although highly specific, immunoaffinity capture has drawbacks of needing pre-requisite knowledge of targeted antibody-antigen interactions, and for antigens to be present on the exosome surface for higher likelihood of antibody binding. For efficient separation of distinct exosome subpopulations, the yield of immunoaffinity exosome isolation can be further improved by coupling with ultrafiltration or ultracentrifugation methods.

2.4. Microfluidics

Microfluidics is the technology of manipulating small amount of fluids ranging between $10^{-6}$ to $10^{-15}$ L within micron-sized channels. The advantages of using microfluidics technology include portability [44], reconfigurability, high throughput [45, 46], and automation [47-49]. To date, the microfluidics technologies for
Exosome isolation methods are based on immunoaffinity capture, acoustics, sieving, and nanomaterials. Being a unique miniaturized separation technique for separation of exosomes, the advancements in microfluidics technology can significantly push the boundaries of exosome separation science.

2.4.1. Immunoaffinity

The underlying principle of immunoaffinity is based on the binding interactions between the exosome surface membrane-bound proteins and the immobilized antibodies on the surface of a microfluidic device [50]. Using the immobilized antibodies on the higher surface area ratio of the microfluidic device aids in intensifying exosome binding interactions from small sample volumes and obtaining higher isolation yields.

Irimia et al. fabricated a microfluidic device with herringbone grooves and demonstrated the processing of up to 400 µL of sample volume for vesicle isolation [51]. Often, microfluidic devices for exosome isolation are made using polydimethyl siloxane (PDMS) that are functionalized with antibodies on the inner surface of the channels [52, 53]. PDMS is a preferred material for fabricating flexible microfluidic devices due to its unique rheological properties [54]. Additionally, novel surface modification strategies for PDMS enable changes from hydrophobic to hydrophilic state [55] to transform surface wettability and remove limitations on fluid flow.

Oosterkamp and colleagues demonstrated a unique microfluidic device with removable microfluidic tracts on a modified surface of mica. The device showed an increase in the concentration of the trapped exosomes when examined by atomic force microscopy [56]. Microfluidic devices which incorporated graphene oxide nanostructures and polydopamine nanostructures on the inner device surfaces have also displayed increased exosome isolation ability [57-59].

Microfluidic exosome analysis platforms have been developed where an anti-CD63 functionalized channel was used for immuno-capturing of exosomes from human serum [60]. The anti-CD63 functionalized channel was also used by Nagrath et al. in another method, referred to as the ExoChip. The ExoChip method utilized a surface-functionalized circular microchamber to capture exosomes, followed by fluorescent carbocyanine dye staining for quantification [61]. Godwin et al. developed a device that enables on-chip immuno-isolation and in-situ detection of exosomes directly from patient plasma. In this method, isolation and enrichment
of circulating exosomes, on-line chemical lysis, protein immunoprecipitation, and sandwich immunoassays were performed on a single chip before chemifluorescence detection. The device (Fig. 1) was successfully tested for exosome isolation and analysis in plasma specimens derived from lung cancer patients [62].

Recently, another microfluidic device was reported by Liu and colleagues which the sample was first premixed with a capture agent Mag-CD63 to form Mag-CD63-Exo complexes [63]. The complexes were then passed through inlet 1, while the primary antibodies were introduced through inlet 2. This allowed the formation of Mag-CD63-Exo-Ab1 complexes. Then, the fluorescently labelled secondary antibodies were introduced through inlet 3 to capture the target exosomes, which were finally examined by an inverted fluorescence microscope. This on-chip sensor was challenged to capture breast cancer specific exosomes in clinical samples, and the results showed that a significantly higher number of EpCAM-positive exosomes were present in the plasma of breast cancer patients than in healthy controls.

Castro and colleagues have developed an immuno-magnetic exosome RNA (iMER) microfluidic platform for on-chip enrichment, purification, and analysis of exosomal RNA. The iMER uses magnetic beads with anti-EGFR/EGFRvIII coating to isolate and enrich cancer-specific exosomes. The enriched and isolated subpopulations of exosomes are lysed in the chip and introduced to a glass bead filter. Next, mRNA in the exosomes are absorbed onto a glass bead via electrostatic interaction between the glass substrate and mRNAs. The isolated mRNAs were then reverse transcribed, amplified, and measured by qPCR [64].

2.4.2. Acoustics

The integration of acoustics and microfluidic is termed as “acoustofluidics” and it offers a label-free approach of exosome separation by using radiation forces on biomolecules which are present in the biofluid sample [65, 66]. Acoustofluidics is based on the synergy between the acoustic waves with the biofluids and composition inside the biofluids [67-69]. The beneficial way of generating the acoustic waves is by using piezoelectric material-based transducers. This material is a suitable choice because under mechanical stress, they can generate electrical polarization [70, 71]. Materials like quartz have piezoelectric property naturally because of its crystal structure which gains a net electric dipole. In this type of microfluidic based isolation technique,
exosomes are separated from the matrix along with other extracellular vesicles based on their sizes. The matrix containing the exosomes and other cellular components is inserted into a chamber and subjected to ultrasound waves. The ultrasound waves apply radiation forces on the biomolecules, and the response of the biomolecules to the applied force is dependent on their size and density. The bigger biomolecules will experience a larger radiation force and therefore move faster [72]. In this acoustofluidics method, the risk of channel clogging is highly minimized because the filtration is carried out continuously.

Lee et al. used a pair of interdigital transducer (IDT) electrodes as an ultrasound source to generate surface acoustic waves (SAW). This acoustofluidics effect deflected the larger biomolecules in a sample to their outlets on the side of the microfluidic device and isolated extracellular vesicles smaller than 200 nm [72]. This technique has many advantages: a) easy fabrication and simple to integrate with microfluidic devices, b) biocompatibility, c) biomolecule manipulation without any physical contact, d) rapid fluidic activation [73-75]. Although acoustofluidics can offer size-based sorting of distinct exosome subpopulations, it is expected that integrating this technique with immunoaffinity methods would be helpful for further exosome subpopulation immunoprofiling [76].

2.4.3. Sieving

It would be highly desirable if exosomes can be extracted directly from the complex biofluids like blood, since it would omit any pre-treatment of the biofluid sample. Park and colleagues experimentally showed an innovative microfluidics method of exosome isolation by filtering whole blood through a membrane driven by either pressure or electrophoresis [77]. The microfluidic device was prepared with an adjustable nanoporous membrane which was permeable to small extracellular vesicles but removed large cells and other cellular debris. The pressure-driven method had a higher isolation yield but was limited by channel clogging; whereas the electrophoresis-driven method observed no clogging and also ensured high exosome purity by eliminating interfering soluble proteins.

Several microfluidic exosome isolation platforms have been demonstrated based on the size exclusion technique. For example, nanoporous membranes have been fabricated in a microfluidic filtration system to isolate
nanovesicles from whole blood with a tunable size cut-off. More recently, advanced microfluidic sieving methods for isolating exosomes have been reported [78, 79]. In this double-filtration microfluidic device, a primary membrane with a pore size of 200 nm removed larger extracellular vesicles and impurities from urine and a secondary membrane with a pore size of 30 nm isolated the smaller exosomes [78]. Microfluidic sieving can achieve a high exosome isolation yield ranging from 30-200 nm in size.

2.4.4. Nanomaterials

Microfluidic devices can be integrated with nanomaterials for effective exosome isolation. Zhu et al. designed a bio-inspired NanoVilli chip for highly efficient isolation of non-small cell lung cancer-derived nanovesicles [80]. The NanoVilli structures were constructed from silicon nanowire arrays and bioinspired by the distinctive structures of intestinal microvilli which are densely packed on the intestinal walls for increased surface areas. After immunocapturing of target nanovesicles on the NanoVilli nanomaterial, RNA was collected for the downstream reverse transcription digital droplet PCR analysis.

The same research group has more recently demonstrated an extracellular vesicle-Click Chip which synergistically integrated covalent click chemistry-mediated extracellular vesicle capture/release, multimarker antibody cocktails, nanostructured substrates, and microfluidic chaotic mixers (Fig. 2). The Click Chip similarly employs the use of densely packed silicon nanowires substrates which dramatically increases the capture surface area in contact with extracellular vesicles. Moreover, the microfluidic chaotic mixer (made of polydimethylsiloxane) facilitates repeated physical contact between silicon nanowires and the flow-through extracellular vesicles, further enhancing the capture performance. After click chemistry-mediated capture, 1,4-dithiothreitol (DTT) is used as a disulfide cleavage agent to promptly release the captured extracellular vesicles by breaking the embedded disulfide bonds. Importantly, the Click Chip has now been demonstrated for isolation of intact tumor-derived extracellular vesicles in sarcoma [81] and hepatocellular carcinoma [82] for functional downstream analyses.

Liu et al. developed an innovative method for exosome isolation whereby porous silicon nanowires were formed on micropillar structures in a ciliated fashion for trapping exosomes on a microfluidic device [83]. The
porous silicon nanowires were patterned onto the sidewalls of the micropillars by combining electroplating, microfabrication and metal assisted nanowire etching. These nanostructures preferentially captured exosome nanovesicles between the interstitial sites of the nanowires, and the trapped exosomes can be recovered with high purity by dissolving these silicon nanowires in buffer [83]. The combined use of microfluidics and nanomaterials is advantageous for efficient and high isolation of exosomes, but several barriers remain to be overcome in terms of nanomaterial dimension optimization, stability, and reproducible synthesis.

3. Magnetic nanomaterials

Magnetic nanomaterial-based separation of exosomes have gained a lot of popularity because of their elevated levels of biocompatibility with remarkable biotarget isolation and detection properties [84-87]. In general, magnetic nanomaterials have displayed notable benefits in disease and diagnostic applications because they can be used as direct capture vehicles or carriers of desired biological probes [88-90]. Recently, magnetic properties of superparamagnetic particles have been used as detection and signal-amplifying tools in various biosensing platforms [9, 91]. Examples of magnetic nanomaterials include superparamagnetic iron oxide nanoparticles; ferrites of nickel, gold, manganese and cobalt; that are particularly gaining popularity for their plethora of characteristics [86, 87, 92]. Lately, these magnetic nanomaterials have been utilized for simple and effective ways of exosome isolation.

3.1. Iron oxide nanoparticles

In developing a novel exosome isolation technique, Yu et al. synthesized iron oxide nanoparticles and coated them with polyethylene glycol (PEG) using chemical co-precipitation method to yield nanoparticles of approximately 10 nm in radius [93]. Using the PEG-coated iron oxide nanoparticles, exosomes in fetal bovine serum (FBS) were successfully captured and precipitated using a magnet. The results showed that the proteins in the FBS were reduced to up to 40% of the original amount and the exosomes remained intact [93].

Wong and co-workers designed electrochemical biosensor with magnetic isolation for exosomes present in saliva [94]. Anti-CD63-based streptavidin-coated magnetic beads was used for rapid and effective capturing
of exosomes. Most reported iron oxide superparamagnetic nanoparticle-based exosome isolation are demonstrated on antiCD63 which narrow the varied range of exosome subpopulations. As a result, a new magneto-immunosensor (Fig. 3) was introduced based on combination of antibodies for overcoming this drawback for overcoming this drawback of only using CD63 [95]. Exosomes were first magnetically isolated with magnetic beads using generic tetraspanin antibody (e.g. CD63 or CD9) and labelled with CdSe quantum dots that were conjugated with biotinylated FAM134B and HER-2 antibodies. For the first time, quantum dots were used as signal amplifier agent in anodic stripping voltammetry measurement for the sensitivity improvement.

Additionally, it has been discovered that several superparamagnetic nanoparticles, especially magnetic ferric oxide-containing nanoparticles, exhibit natural enzymatic activity. For example, iron oxide nanoparticles were employed as a signal enhancing element for the electrochemical immunoassaying of carcinoembryonic antigen (CEA). An external magnet could be used with subsequent magnetic purification to make the sensor reproducible and reusable [96, 97]. A similar sandwich-type immunoassay has been reported for ultrasensitive detection of the carbohydrate antigen (CA-125) and AFP based on the magnetic nanoparticles as a signal amplifier [98].

3.2. Gold-loaded ferric oxide nanocubes

It has been found, that superparamagnetic iron oxide nanoparticles have horseradish peroxidase-mimicking property towards the oxidation of chromogenic substances like tetramethylbenzidine [99, 100]. Shiddiky et al. engineered superparamagnetic gold-loaded ferric oxide nanocubes for isolating exosomes directly from bodily fluids [87]. These gold-loaded ferric oxide nanocubes are highly porous and allow for the direct attachment of many bioaffinity probes to drastically improve exosome capturing efficiency. The superparamagnetic gold loaded ferric oxide nanocubes were functionalized with an exosome-associated antibody (CD63) as a first atep and later dispersed in the biofluid sample to capture the exosomes present in the sample for magnetic isolation [87]. In all, the multifunctionality of these superparamagnetic ferric oxide nanocubes can - a) promote electrocatalysis, b) act as a capture agent, and c) serve as nanozymes to detect both miRNA and autoantibody biomarkers [87].
3.3. Iron/gold nanowires

Alonso and co-workers developed a method to isolate tumor derived exosomes (TEX) using hybrid magnetic nanowires of iron and gold [101]. Different concentrations of iron/gold magnetic nanowires were added to $3 \times 10^5$ cells. It was postulated that the magnetic nanowires were packed into TEX and provided a medium to be isolated by a magnetic stand. After characterization by nanoparticle tracking analysis, it was concluded that the isolated TEX by magnetic iron/gold nanowires provided an almost equivalent size distribution in a fast yet cost effective way [101]. As compared to similar iron/gold magnetic nanomaterials with different shapes and sizes, the iron/gold nanowires are synthesized by electrodeposition, thus making their structure and magnetic response easily tunable according to the specific applications (such as enhanced blood circulation and tumor internalization).

3.4. Polypyrrole nanowires

Cho and colleagues described the use of antibody cocktail-conjugated magnetic polypyrrole nanowires to isolate tumor-derived exosomes from the plasma samples of cancer patients [102]. The elongated polypyrrole nanowires were doped with magnetic nanoparticles and biotin moieties for conjugation with diverse exosome-specific antibodies such as anti-CD9, anti-CD63 and anti-CD81. The elongated morphology of the magnetic polypyrrole nanowires offered more flexibility and versatility for exosome isolation by facilitating multiple interactions through the recognition receptors, resulting in enhanced target exosome isolation from small volume samples.

The same research group has also proposed the use of conductive polypyrrole nanowires for direct and efficient isolation of exosomes [103]. Although not technically a magnetic-based isolation principle, the conductive polypyrrole nanowires can isolate target exosomes for finely controlled retrieval in a similar fashion by using electrical- or glutathione-mediated stimulation. The three-dimensional surface of the polypyrrole nanowires have nano-topographic structures that allow the specific isolation of nanosized exosomes by promoting topographical interactions, while physically blocking larger microvesicles. In addition, the vertically aligned
features significantly improve isolation efficiency after modification with desired target-binding antibodies. The polypyrrole nanowires were synthesized electrochemically and the surfaces were conjugated with antibodies that recognized proteins on the surface of the exosomes (i.e., anti-CD9, anti-CD63, antiCD-81) [103].

3.5. Nickel nanowires

Magnetic nanowires made of nickel are often synthesized by electrodeposition on porous alumina templates. Nickel nanowires can be used to develop quick, efficient, and cost-effective methods for isolating tumor derived exosomes. The elongated structure of the magnetic nickel nanowires with high aspect ratio showed a very high efficiency of the isolation of exosomes. The magnetic nickel nanowires can be incubated with cancer cells and then encapsulated into endosomes in the cells. When released into the culture medium, the nickel nanowires get attached to tumor derived exosomes and are easily isolated by using a magnet [104]. A comparative study on isolation of tumor derived exosomes using iron oxide nanoparticles, octahedral iron oxide nanocubes and nickel nanowires revealed larger yield and higher purity of the isolated exosomes via nickel nanowires.

4. Exosome characterization techniques

Post-exosome isolation through different methods discussed in the prior sections, it is necessary to characterize the isolated exosomes for effective separation into subpopulations. There are various techniques of exosome characterization based on their biophysical or biological characteristics which have been developed in the past few decades (Fig. 4). These characterization techniques are useful for validating the upstream exosome isolation methods and categorizing exosome subpopulations for downstream analysis (Table 1).

4.1. Enzyme linked immunosorbent essay

Over the past few years, enzyme linked immunosorbent essay (ELISA) has been widely used for the characterization of exosomes via surface protein expression [105-110]. ELISA is a semi-quantitative protein detection methodology based on antigen-antibody specific binding. As a conventional method in immunology, it can be performed in multiple formats: sandwich method, indirect method, and competition method. For ELISA-
based characterization, exosomes are usually immobilized on a microwell plate directly. After blocking the plates with a blocking agent, a recognition antibody (e.g., anti-CD9) is added to the wells for binding to specific antigens (e.g., CD9) present on the exosome surface. Finally, a horseradish peroxidase-linked detection antibody is used for a sensitive (via an enzymatic signal amplification step) and specific readout. A colorimetric substrate (e.g., 3,3',5,5'-tetramethylbenzidine) is used for the assay read-out [111, 112]. For examples, a sandwich ELISA has been demonstrated to capture and quantify exosomes in cell culture media and plasma samples by characterizing the housekeeping proteins CD63 and Rab-5b, as well as the tumor-associated marker caveolin-1 [105]. One of the major drawbacks of ELISA-based exosome characterization is the high level of ‘biological noise’ (i.e. nonspecific binding or adsorption of biomolecules) in complex biological samples.

4.2. Western blotting

Western blotting, also known as immunoblotting, is based on the use of specific antibodies on gel electrophoresis-treated samples [113]. Western blotting is mostly used in extracellular vesicle research to characterize the presence of isolated exosomes via its specific surface proteins (CD9 and CD63). Western blotting is performed by first processing the exosome-containing sample with a lysis solution containing a protease inhibitor. The exosomes in the solution are then separated by sodium dodecyl sulphate polyacrylamide gel electrophoresis, which is then incubated with primary antibody and secondary antibodies after membrane transfer.

Western blotting is beneficial in providing information on the molecular weight of target exosome proteins in different subpopulations with low variability [114]. However, as compared to similarly immune-based ELISA, western blotting requires a lengthier workflow, more technical handling and expertise, and less amenable for high throughput adaptation.

4.3. Flow cytometry

Flow cytometry is a well-known technique for exosome characterization [115, 116]. Flow cytometry is based on the recording of fluorescence and light scattering by individual exosome nanovesicles (i.e. nanoparticles) that are present in suspension. Initially, a single particle suspension is hydrodynamically focused with a sheath
fluid to intersect with a laser [116]. Signals are obtained by a forward angle light scatter detector, a side-scatter detector, and multiple fluorescence emission detectors. Then, the signals are amplified and converted to digital format for analysis. However, conventional flow cytometry-based methods have several disadvantages [116]. The major concern is the platform-dependent variation which significantly varies among different laboratories. This variation is because different flow cytometers have different optical setups (e.g. varying laser wavelengths and powers) and different analytical sensitivities. Since exosomes have a lower refractive index than that of the conventional polystyrene beads used in the flow cytometer, the scattered light derived from similar-sized exosome nanovesicles is approximately ten-fold lower than that of the polystyrene beads.

A specialized type of flow cytometry is fluorescence-activated cell sorting (FACS) which allows the sorting of exosome nanovesicles based on fluorescent labelling [117]. This method involves a relatively more complex principle as compared to conventional flow cytometry. Using specific antibodies tagged with fluorescent dyes, the exosomes can be captured and sorted based on targeted surface protein expression. In recent years, FACS has been used for the characterization of exosome subpopulations [116, 118-121]. For instance, Kim and colleagues developed a FACS-based technique for analysis of exosomes from murine lung-cancer cells [122]. In this methodology, the initial isolation of the exosomes was performed using CD9- or CD63-antibody-coated magnetic beads. After staining the sample with an exo-fluorescein isothiocyanate exosome staining solution, the analysis of exosomes was performed via FACS. The study reported an increased level of CD63-specific exosomes in LA-4 lung-cancer cells. In another study, Jasani et al. used a FACS technique to show the expression of the B-cell marker CD20 on B-cell exosomes [123]. First, the isolation of exosomes was conducted based on an immunomagnetic approach by anti-HLA-DP, DQ, and DR antibodies before subsequent FACS analysis was performed.

It is often suggested that 500 nm is the cut-off value for precise identification of nanoparticles using previous generations of flow cytometers [112]. Recently, a new generation of flow cytometers has been reported to enable the detection of nanovesicles smaller than 200 nm [124]. Nevertheless, the characterization of smaller nanovesicles by flow cytometry remains a challenge to be further improved upon. The high cost of flow cytometry is also prohibitive for exosome applications in resource-limited settings.
4.4. Nanoparticle tracking analysis

Nanoparticle tracking analysis (NTA) is the most widely used fluoresce-based tool for the characterization of exosome concentration and size due to its simplicity and ability to capture nanovesicles within the diameter range of 50–1000 nm [125].

In NTA, a laser beam interacts with the exosome nanovesicles. The scattered light is captured by a charge-coupled device camera and then analysed by image processing software. The NTA software tracks the individual nanovesicles moving under Brownian motion and relates this movement to a particle size using the Stokes–Einstein equation. A comparison of NTA with flow cytometry using human placental exosomes suggests that NTA can measure the size of biological nanovesicles as small as ≈50 nm with a greater sensitivity [126]. NTA is also capable of characterizing a relatively larger amounts of nanovesicles as compared to electron microscopy and atomic force microscopy [126].

Despite showing a reliability in fundamental research, NTA has substantial limitations in characterizing exosomes in clinical samples [127]. These limitations are due to the lengthy procedures involved in data acquisition. Specifically, flow cytometry can analyze 1000 particles in less than a second, whereas NTA will typically take around 10 min. Long analysis time also causes bleaching of the fluorescent dye (i.e. exosomes are stained with common fluorescent dyes, such as green fluorescent protein or antibodies that are conjugated with fluorescein isothiocyanate), whereas flow cytometry is not limited to photobleaching as the readout is obtained in the shorter short time (≈ 1s) before photobleaching occurs. Additionally, this tool cannot analyze the biochemical composition of distinct exosome subpopulations.

4.5. Tunable resistive pulse sensing

The commercial qNano system is based on the tunable resistive pulse sensing (TRPS) principle and developed for the quantitative characterization of nanosized particles [128]. This instrument uses tunable porous polyurethane membrane to detect the passage of nano- or micro-sized particles by a decrease in the ionic current as measured across the pores. The flexible nature of the pore membrane allows for the real-time optimization of
the pore size. Many research groups have used TRPS to obtain measurements for exosome concentrations and also reported the use of TRPS for characterization of breast cancer-derived exosomes prior to quantifying them with surface plasmon resonance and electrochemical readouts [129].

The qNano has shown great promise as a reliable tool for accurate exosome quantification and characterization. The TRPS technique provides a quantitative analysis of nanovesicles in the size range from 70 nm to 10 µm and performs real-time monitoring of ionic current flow across the pore to enable the detection of individual nanovesicles in mixed suspensions. However, TRPS also does not provide any biochemical information about the exosomes.

4.6. Laser tweezers Raman spectroscopy

Raman spectroscopy is a well-established, non-destructive and a non-contact method for chemical makeup analysis of a variety of samples [11, 130, 131]. Among the various forms of Raman spectroscopy, laser tweezers Raman spectroscopy (LTRS) holds great potential for characterizing exosomes. LTRS is a biophotonic tool in which a tightly focused laser beam traps and holds small particles at the focal point of the beam. A confocal detection setup collects only Raman scattering from a precise focal volume, allowing cellular and sub-cellular objects to be studied/identified individually. This method has been used to study individual cancerous and non-cancerous cells [132], activation response of individual immune cells [133], as well as smaller nanoscale objects such as lipid droplets in milk, latex beads, and subcellular organelles [134]. However, LTRS could be challenged by precise classification of individual exosome subpopulations. In a study by Smith and group, it was found that clusters of exosomes were trapped simultaneously in the laser focus and that eventually resulted in population averaged information without the ability to highlight the chemical composition differences within the exosome clusters [135].

4.7. Dynamic light scattering

Dynamic light scattering (DLS), also known as photon correlation spectroscopy or quasi elastic light scattering, determines the differential size distribution of particles ranging in diameter between sub nm to several
μm [136]. Like NTA, DLS also depends on the tracking of particles via Brownian motion. DLS is often used as a simple technique to measure the size distributions of extracellular vesicles to validate the sampling of exosome subpopulations [137-139]. The size distribution of these extracellular vesicles is obtained by measuring the intensity fluctuations of the scattered light, followed by applying a mathematical model derived from Brownian motion and light scattering theory. However, absolute quantification of extracellular vesicles cannot be performed with DLS because the mean signal amplitude depends on the diameter, concentration, and refractive index of the extracellular vesicles [140]. Using DLS, accurate size distributions are expected for monodisperse samples (samples containing extracellular vesicles of one particular size). However, size distributions of polydisperse samples (such as extracellular vesicles in human plasma) are less accurate and require foreknowledge of the sample to apply the most suitable mathematical model [141] [136]. In general, DLS requires careful data interpretation and may be a useful method, provided that the shape of the size distribution is known [139].

4.8. Atomic force microscopy

Atomic force microscopy (AFM) is a unique and reliable technique which gives better results as compared to optical and electron diffraction techniques for characterizing exosomes [140]. AFM has been used as a nanoscale tool to characterize the abundance, morphology, biomechanics, and biomolecular make-up of exosomes. Several studies have reported the effective use of AFM to characterize extracellular vesicles derived from blood, saliva [142], and synovial fluid [143].

AFM has increased the understanding of exosomes at the single- and sub-vesicular levels, and has provided useful information regarding the structural, biophysical, and biomolecular characteristics of a variety of sub-cellular structures. AFM can be used to quantify and simultaneously probe the structure, biomechanics, and biomolecular content of exosomes within heterogeneous populations [144]. An important feature of AFM is its ability to measure samples in native conditions, with minimal sample preparation and without any destructive mode of operation [145, 146]. A major drawback of AFM is that measurement accuracy are susceptible to various factors like temperature, state of the AFM tip, force between probe and sample, or varying scan speed [146].
4.9. Cryogenic electron microscopy

Electron microscopy is a standard method for characterizing extracellular vesicles. In the studies of many biological samples, cryogenic electron microscopy (cryo-EM) is commonly used [147-149] . As studied by Colombo and colleagues, the characteristic feature of isolated exosomes examined by transmission electron microscopy was observed to be a cup-shaped structure; however, frozen exosomes examined by cryo-EM showed the exosomes to be round in shape [150]. It was revealed that cryo-EM can preserve the true shapes of extracellular vesicles as the sample preparation in cryo-EM is free from dehydration and fixation. Because the samples are exposed to liquid nitrogen, the extracellular vesicles remain intact without ultrastructural changes or redistribution of elements. Cryo-EM is considered an ideal method for characterizing and visualizing nanovesicles without dehydration artifacts.

4.10. Surface plasmon resonance imaging

Surface plasmon resonance (SPR) imaging is a surface-based technique that allows real-time and label-free monitoring of sample via variations in the molecular mass adsorbed on top of a plasmonic layer. SPR is a promising approach to characterize exosome subpopulations with high detection specificity and sensitivity [151].

Recently, Im and co-workers demonstrated a SPR imaging method to characterize a subpopulation of tumor-derived exosomes within the bulk exosome population isolated from patient serum [152]. This method required a sandwich immunoassay whereby the bulk exosome population (both normal and tumor-derived exosome) was initially captured in the sensor surface domain using a generic marker (e.g. CD63 or CD69). Then a secondary detection antibody such as HER2 was used to detect the tumor-specific exosomes. In this study, the SPR chips were functionalized using standard biotin-avidin chemistry to create an antibody layer for targeting tumor-derived exosomes. This approach was utilized to demonstrate the specific capture and detection of tumor-derived exosomes expressing HER2, a potential breast cancer biomarker. The biological samples containing target HER2(+) exosomes were driven through the SPR chip, with captured exosomes being characterized in real-time from the resulting SPR spectral shift. Since this method used a sandwich immunoassay with secondary detection antibodies, it required prolong analysis time.
As SPR is a mass sensitive technique, the sensitivity for high molecular weight molecules is good but the binding of low molecular weight compounds (i.e. smaller nanovesicles) will be more challenging to detect. Moreover, the sensor area is limited and has a limited capacity for large-scale target binding and characterization; this could be resolved by increasing the sensor surface area or performing several replicate runs [153].

5. Existing challenges in separation of distinct exosome subpopulations

Evidently, precise separation of distinct exosome subpopulations remains cumbersome due to several technical as well as biological challenges associated with the limitations of existing isolation and characterization approaches. Technical challenges include variation in preanalytical steps and lack of accurate separation approaches to sort distinct exosome subpopulation based on both biophysical and biochemical attributes. Biological challenges include heterogeneous sample variation, specific separation of disease-associated exosomes from a background of normal exosomes, and the lack of integrated exosome cargo analysis to aid distinct exosome subpopulation sorting.

5.1. Technical challenges

It has been reported that variability in the different preanalytical steps; like sample collection, storage, use of anticoagulants and sample processing time that are involved in exosome isolation and characterization will affect the analysis outcomes. In this regard, the International Society for Extracellular Vesicles has started providing recommendations for a standardized and evidence-based workflow for extracellular vesicle analysis [154]. One common challenge involved in the sample collection procedure is the presence of impurities from activated platelet-derived vesicles due to the physical forces associated with the blood draw. Therefore, standardization of sampling sites, the use of right-sized needles, and good blood drawing technique are suggested to avoid the associated shear stress [154, 155].

Another recommendation is to avoid the use of heparin-based anticoagulants in the sample collection tube. This is because heparin can compete for biochemical binding, thereby resulting in inaccurate/biased immune-based exosome separation approaches [156]. Heparin has also been reported to inhibit the uptake of extracellular
vesicles by recipient cells [157]. Therefore, as alternative choices for anticoagulants, ethylenediaminetetraacetic acid (EDTA), sodium fluoride, or sodium citrate in combination with or without different additives such as dextrose have been commonly used in collection tubes. Among these, citrate is generally preferred because EDTA was also found to interfere with downstream biochemical analysis [158].

The discrepancy in exosome separation outcomes due to inappropriate storage conditions (e.g. freezing) is another hurdle to overcome. For large number of sample analyses, samples are generally collected from distant locations and freeze-stored prior to the analysis [159, 160]. As this may affect exosome separation in samples, it is recommended to use freshly collected samples whenever possible.

The lack of consistent and specific methods to isolate and detect an enriched subpopulation of nano-sized exosomes (e.g. tumor-derived exosomes) among other normal exosomes makes the exosome subpopulation separation process a challenging task. Thus, there is an urgent need for an integrated approach for specific separation of distinct exosome subpopulations based on both biophysical and biochemical attributes.

Over the past years, conventional exosome isolation methods have attempted to sort exosomes based on either biophysical (e.g. size) or biochemical (e.g. surface protein expression) characteristics. For example, differential ultracentrifugation is one of the most widely used methods for size-based exosome isolation, but it does not consider the immune-profiles of various exosome subpopulations. Indeed, as discussed in the previous sections, all isolation methods have their unique benefits and shortfalls. For instance, ultracentrifugation frequently suffers from the loss of exosomes and co-pelleted impurities during the isolation process. On the other hand, immunoaffinity-based isolation methods provide high immune-selectivity but are limited by lower isolated exosome yields. To utilize the benefits of the various isolation methods for accurate separation of distinct exosome subpopulations, it is proposed to combine size-based and immunoaffinity-based methods into an integrated approach.

The combination of ultrafiltration and ultracentrifugation techniques has been shown to generate clinical grade exosomes. In a similar manner, ultracentrifugation can be first used to concentrate large volumes of samples and extensively process bulk exosomes before incubating with antibodies/aptamers-coated superparamagnetic nanoparticles and further separate exosomes by immunoaffinity. The use of microfluidics can also offer a
miniaturized platform to integrate feasible approaches such as ultrafiltration and magnetic isolation. It is envisioned that multiplex exosome surface proteins could be utilized simultaneously to enable effective separation of distinct subpopulations [161].

5.2. Biological challenges

Many genetic, physiological, and environmental factors that are associated with sample heterogeneity can affect exosome separation. Across different individuals, disease-specific exosome can be present in different subpopulations than normal state due to varying individual factors such as age, gender, body mass index, and immunity [154]. Therefore, choosing an ideal control which normalizes for individual exosome subpopulation variations across heterogeneous samples is a significant challenge (i.e. a control derived from young individuals cannot reliably be used to analyze exosomes that are derived from elderly people). Thus, more systemic studies are needed to study the effects of sample heterogeneity on the biogenesis, functionality, and quantity of exosomes. Importantly, there is an urgent need to establish a predesigned sample control bank, which contains controls from all possible variants of the target population, such as different ages, races, sexes, physiological conditions, etc. Although recent progress has improved the separation efficiency of exosomes from other extracellular vesicles, there are only few reported strategies that described the differentiation of disease-specific exosomes from the background of normal exosomes [162].

It is now widely acknowledged that exosome cargo, which is encapsulated in the protective layer of the exosome membrane, is a promising source of biomarkers for disease diagnosis and prognosis. This is because the cargo is protected from many harsh conditions inside the encapsulated protective environment of the exosomes (e.g., exosomal miRNA is protected from ribonuclease-mediated degradation). In addition to exosome isolation and characterization based on external biophysical and biochemical traits, it would be useful to utilize the internal molecular information within the exosome cargo for distinct exosome subpopulation sorting [163]. While this would incur multiple additional steps in the analysis of released molecular cargo from the isolated exosomes, such deeper analysis into distinct exosome subpopulations could yet yield valuable insights into the many unanswered fundamental questions concerning the functionalities of exosomes and their contents [8]. For
instance, it is still unclear whether the transport and uptake of exosomes by distant recipient cells are due to phagocytosis [164] or uptake by selective receptors of distant recipient cells [165].

6. Conclusions and future perspectives

It is our belief that both isolation and characterization approaches will enable reliable separation of exosomes into distinct subpopulations based on biophysical and biochemical traits. As reviewed herein, the existing and emerging vast arsenal of isolation and characterization approaches have enabled the modern separation of exosomes for research and clinical studies. In line with the highlighted technical and biological challenges, it is highly anticipated that these exosome separation approaches will further progress towards accurate sorting of distinct exosome subpopulations to overcome the obstacle of exosome heterogeneity.

It is highly anticipated that the ability to reproducibly isolate and characterize a heterogeneous exosome population into well-defined subpopulations will pave the way towards novel mechanism insights of exosome-based cellular communication. To date, the “one-size-fits-all” exosome separation strategy based on using a singular isolation/characterization step for bulk exosomes has uncovered fundamental insights into the role of exosomes in the progression of several diseases. Crucially, this has also taught us that disease-associated exosomes, as similar to circulating tumor cells or mutated nucleic acid sequences, require differentiative sorting from their normal/wildtype counterparts.

Moving forward, we predict that exosome separation will evolve towards using initial biophysical isolation for nanovesicle enrichment, followed by more stringent biochemical isolation to inform biological/clinical information. Along this workflow, accurate characterization techniques will ensure the quality of isolation outcomes. The use of a combination of different isolation and characterization approaches in our existing toolbox can currently enable the separation of distinct exosome subpopulations, whilst the cutting-edge advancements in microfluidics and nanomaterials can further improve the efficiency of the entire process.
References


[43] Z. Zhao, Y. Yang, Y. Zeng, M. He, A microfluidic ExoSearch chip for multiplexed exosome detection towards blood-based ovarian cancer diagnosis, Lab Chip 16 (2016) 489-496.


Adapted from [62].
Fig. 2. Schematic illustration of the device configuration and working mechanism of a Click Chip, which (A) uniquely integrates several coherent strategies including covalent chemistry-mediated nanovesicle capture/release, a multimarker antibody cocktail, nanostructured substrates, and a polydimethylsiloxane-based chaotic mixer, promising rapid and effective purification of intact extracellular vesicles. (B) The isolated extracellular vesicles can then be subjected to reverse-transcription droplet digital PCR to obtain the signatures of cancer-specific genes. Adapted from [82].
Adapted from [95].
Fig. 4. Exosome characterization techniques. (A) demonstrates the principle of flow cytometry. (B) represents a schematic of tunable resistive pulse sensing. (C) summarizes the principle of nanoparticle tracking analysis. Adapted from [116].
<table>
<thead>
<tr>
<th>Technique</th>
<th>Working Principle</th>
<th>Disadvantages</th>
</tr>
</thead>
<tbody>
<tr>
<td>Enzyme linked immunosorbent essay (ELISA)</td>
<td>Semi-quantitative protein detection methodology based on antigen-antibody specific binding</td>
<td>• Liable to biological noises such as nonspecific binding or adsorption of biomolecules</td>
</tr>
<tr>
<td>Western blotting</td>
<td>Detection of target proteins by specific antibodies through electrophoretic separation of complexes</td>
<td>• Prolonged workflow and less amenable for high throughput adaptation</td>
</tr>
<tr>
<td>Flow cytometry</td>
<td>Quantification based on fluorescence and light scattering by individual exosome nanovesicles that are present in suspension</td>
<td>• Displays platform-dependent variations among different laboratories • Unable to characterize smaller nanovesicles</td>
</tr>
<tr>
<td>Nanoparticle tracking analysis (NTA)</td>
<td>Detection of nanovesicles moving in Brownian movement by a laser beam</td>
<td>• Lengthy procedures involved in data acquisition and analysis</td>
</tr>
<tr>
<td>Tunable resistive pulse sensing (TRPS)</td>
<td>Detection of nano- or micro-sized particles by a decrease in the ionic current as measured across a tunable porous polyurethane membrane</td>
<td>• Unable to provide biochemical information</td>
</tr>
<tr>
<td>Laser tweezers Raman spectroscopy (LTRS)</td>
<td>Analysis of cellular and subcellular objects individually by Raman scattering via a tightly focused laser beam which traps and holds particles at the laser’s focal point</td>
<td>• Provides population averaged information</td>
</tr>
<tr>
<td>Dynamic light scattering (DLS)</td>
<td>Determination of the differential size distribution of particles by illuminating with a laser beam for all particles present in the beam to scatter light.</td>
<td>• Requires careful data interpretation • Data interpretation requires shape and size distribution to be known</td>
</tr>
<tr>
<td>Atomic force microscopy (AFM)</td>
<td>Detection and recording of interactions between a probing tip and the sample surface</td>
<td>• Liable to measurement variations due to changes in temperature change, AFM tip state, varying scan speed and force between tip and sample</td>
</tr>
<tr>
<td>Cryogenic electron microscopy (Cryo-EM)</td>
<td>Flash-freezing extracellular vesicles and then bombarding them with electrons to produce microscope images</td>
<td>• Requires extensive sample preparation</td>
</tr>
<tr>
<td>Surface plasmon resonance (SPR) imaging</td>
<td>Real-time label-free monitoring of sample with variations in the molecular mass adsorbed on top of a gold layer</td>
<td>• Difficult discrimination between specific and non-specific interactions</td>
</tr>
</tbody>
</table>